
Client: InterContinental Terminal Company

Work Order: HS19031346
Project: Gate 13 Ditch SAMPLE SUMMARY

Lab Samp ID Client Sample ID Collection DateMatrix TagNo Date Received Hold

HS19031346-01 26-Mar-2019 10:00 27-Mar-2019 11:05Gate 13 Ditch (032619 1000) Water

HS19031346-02 26-Mar-2019 12:00 27-Mar-2019 11:05Gate 13 Ditch (032619 1200) Water

HS19031346-03 26-Mar-2019 14:00 27-Mar-2019 11:05Gate 13 Ditch (032619 1400) Water

HS19031346-04 26-Mar-2019 16:00 27-Mar-2019 11:05Gate 13 Ditch (032619 1600) Water

HS19031346-05 26-Mar-2019 18:00 27-Mar-2019 11:05Gate 13 Ditch (032619 1800) Water

HS19031346-06 26-Mar-2019 20:00 27-Mar-2019 11:05Gate 13 Ditch (032619 2000) Water

HS19031346-07 26-Mar-2019 22:00 27-Mar-2019 11:05Gate 13 Ditch (032619 2200 Water

HS19031346-08 26-Mar-2019 23:59 27-Mar-2019 11:05Gate 13 Ditch (032619 2359 Water

HS19031346-09 27-Mar-2019 02:00 27-Mar-2019 11:05Gate 13 Ditch (032719 0200) Water

HS19031346-10 27-Mar-2019 04:00 27-Mar-2019 11:05Gate 13 Ditch (032719 0400) Water

HS19031346-11 27-Mar-2019 06:00 27-Mar-2019 11:05Gate 13 Ditch (032719 0600) Water

HS19031346-12 27-Mar-2019 08:00 27-Mar-2019 11:05Gate 13 Ditch (032719 0800) Water

ALS Houston, US 28-Mar-19Date: 
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1000)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-01

26-Mar-2019 10:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  15:100.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  15:100.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  15:100.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  15:100.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  15:100.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  15:100.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  15:100.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  15:100.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  15:100.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  15:100.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  15:100.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  15:100.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  15:100.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  15:100.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  15:100.502-Butanone 5.0U

500mg/L 27-Mar-2019  15:100.502-Hexanone 5.0U

500mg/L 27-Mar-2019  15:100.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  15:101.0Acetone 5.0U

500mg/L 27-Mar-2019  15:100.30Benzene 2.578

500mg/L 27-Mar-2019  15:100.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  15:100.25Bromoform 2.5U

500mg/L 27-Mar-2019  15:100.25Bromomethane 2.5U

500mg/L 27-Mar-2019  15:100.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  15:100.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  15:100.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  15:100.25Chloroethane 2.5U

500mg/L 27-Mar-2019  15:100.30Chloroform 2.5U

500mg/L 27-Mar-2019  15:100.25Chloromethane 2.5U

500mg/L 27-Mar-2019  15:100.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  15:100.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  15:10Jn 0.30Cyclohexane 2.51.8

500mg/L 27-Mar-2019  15:100.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  15:100.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  15:10J 0.25Ethylbenzene 2.52.3

500mg/L 27-Mar-2019  15:10J 0.25Isopropylbenzene 2.50.25

500mg/L 27-Mar-2019  15:100.30m,p-Xylene 5.010

500mg/L 27-Mar-2019  15:100.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  15:100.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  15:10J 0.50Methylcyclohexane 2.51.6

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1000)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-01

26-Mar-2019 10:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  15:100.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  15:100.25o-Xylene 2.54.3

500mg/L 27-Mar-2019  15:100.25Styrene 2.52.6

500mg/L 27-Mar-2019  15:100.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  15:100.25Toluene 2.519

500mg/L 27-Mar-2019  15:100.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  15:100.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  15:100.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  15:100.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  15:100.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  15:100.25Xylenes, Total 2.515

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  15:1087.9 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  15:1097.8 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  15:1090.4 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  15:10106 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7504,850

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1200)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-02

26-Mar-2019 12:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  15:340.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  15:340.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  15:340.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  15:340.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  15:340.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  15:340.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  15:340.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  15:340.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  15:340.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  15:340.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  15:340.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  15:340.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  15:340.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  15:340.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  15:340.502-Butanone 5.0U

500mg/L 27-Mar-2019  15:340.502-Hexanone 5.0U

500mg/L 27-Mar-2019  15:340.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  15:341.0Acetone 5.0U

500mg/L 27-Mar-2019  15:340.30Benzene 2.562

500mg/L 27-Mar-2019  15:340.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  15:340.25Bromoform 2.5U

500mg/L 27-Mar-2019  15:340.25Bromomethane 2.5U

500mg/L 27-Mar-2019  15:340.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  15:340.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  15:340.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  15:340.25Chloroethane 2.5U

500mg/L 27-Mar-2019  15:340.30Chloroform 2.5U

500mg/L 27-Mar-2019  15:340.25Chloromethane 2.5U

500mg/L 27-Mar-2019  15:340.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  15:340.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  15:34n 0.30Cyclohexane 2.5U

500mg/L 27-Mar-2019  15:340.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  15:340.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  15:34J 0.25Ethylbenzene 2.50.98

500mg/L 27-Mar-2019  15:340.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  15:34J 0.30m,p-Xylene 5.03.8

500mg/L 27-Mar-2019  15:340.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  15:340.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  15:340.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1200)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-02

26-Mar-2019 12:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  15:340.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  15:34J 0.25o-Xylene 2.51.7

500mg/L 27-Mar-2019  15:34J 0.25Styrene 2.51.2

500mg/L 27-Mar-2019  15:340.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  15:340.25Toluene 2.512

500mg/L 27-Mar-2019  15:340.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  15:340.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  15:340.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  15:340.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  15:340.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  15:340.25Xylenes, Total 2.55.6

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  15:3487.8 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  15:34101 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  15:3489.0 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  15:34104 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7505,300

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1400)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-03

26-Mar-2019 14:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  17:350.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  17:350.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  17:350.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  17:350.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  17:350.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  17:350.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  17:350.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  17:350.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  17:350.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  17:350.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  17:350.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  17:350.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  17:350.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  17:350.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  17:350.502-Butanone 5.0U

500mg/L 27-Mar-2019  17:350.502-Hexanone 5.0U

500mg/L 27-Mar-2019  17:350.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  17:351.0Acetone 5.0U

500mg/L 27-Mar-2019  17:350.30Benzene 2.573

500mg/L 27-Mar-2019  17:350.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  17:350.25Bromoform 2.5U

500mg/L 27-Mar-2019  17:350.25Bromomethane 2.5U

500mg/L 27-Mar-2019  17:350.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  17:350.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  17:350.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  17:350.25Chloroethane 2.5U

500mg/L 27-Mar-2019  17:350.30Chloroform 2.5U

500mg/L 27-Mar-2019  17:350.25Chloromethane 2.5U

500mg/L 27-Mar-2019  17:350.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  17:350.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  17:35Jn 0.30Cyclohexane 2.50.88

500mg/L 27-Mar-2019  17:350.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  17:350.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  17:35J 0.25Ethylbenzene 2.51.2

500mg/L 27-Mar-2019  17:350.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  17:35J 0.30m,p-Xylene 5.04.8

500mg/L 27-Mar-2019  17:350.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  17:350.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  17:350.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1400)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-03

26-Mar-2019 14:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  17:350.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  17:35J 0.25o-Xylene 2.52.2

500mg/L 27-Mar-2019  17:35J 0.25Styrene 2.51.6

500mg/L 27-Mar-2019  17:350.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  17:350.25Toluene 2.514

500mg/L 27-Mar-2019  17:350.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  17:350.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  17:350.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  17:350.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  17:350.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  17:350.25Xylenes, Total 2.57.0

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  17:3590.8 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  17:3597.4 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  17:3591.9 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  17:35106 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7505,700

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.

Page 7 of 25



Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1600)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-04

26-Mar-2019 16:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  17:590.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  17:590.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  17:590.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  17:590.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  17:590.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  17:590.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  17:590.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  17:590.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  17:590.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  17:590.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  17:590.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  17:590.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  17:590.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  17:590.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  17:590.502-Butanone 5.0U

500mg/L 27-Mar-2019  17:590.502-Hexanone 5.0U

500mg/L 27-Mar-2019  17:590.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  17:591.0Acetone 5.0U

500mg/L 27-Mar-2019  17:590.30Benzene 2.557

500mg/L 27-Mar-2019  17:590.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  17:590.25Bromoform 2.5U

500mg/L 27-Mar-2019  17:590.25Bromomethane 2.5U

500mg/L 27-Mar-2019  17:590.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  17:590.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  17:590.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  17:590.25Chloroethane 2.5U

500mg/L 27-Mar-2019  17:590.30Chloroform 2.5U

500mg/L 27-Mar-2019  17:590.25Chloromethane 2.5U

500mg/L 27-Mar-2019  17:590.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  17:590.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  17:59n 0.30Cyclohexane 2.5U

500mg/L 27-Mar-2019  17:590.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  17:590.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  17:59J 0.25Ethylbenzene 2.51.0

500mg/L 27-Mar-2019  17:590.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  17:59J 0.30m,p-Xylene 5.04.2

500mg/L 27-Mar-2019  17:590.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  17:590.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  17:590.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1600)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-04

26-Mar-2019 16:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  17:590.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  17:59J 0.25o-Xylene 2.51.9

500mg/L 27-Mar-2019  17:59J 0.25Styrene 2.51.2

500mg/L 27-Mar-2019  17:590.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  17:590.25Toluene 2.512

500mg/L 27-Mar-2019  17:590.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  17:590.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  17:590.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  17:590.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  17:590.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  17:590.25Xylenes, Total 2.56.1

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  17:5990.7 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  17:5999.1 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  17:5990.4 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  17:59106 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7506,150

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.

Page 9 of 25



Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1800)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-05

26-Mar-2019 18:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  18:230.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  18:230.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  18:230.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  18:230.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  18:230.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  18:230.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  18:230.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  18:230.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  18:230.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  18:230.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  18:230.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  18:230.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  18:230.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  18:230.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  18:230.502-Butanone 5.0U

500mg/L 27-Mar-2019  18:230.502-Hexanone 5.0U

500mg/L 27-Mar-2019  18:230.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  18:231.0Acetone 5.0U

500mg/L 27-Mar-2019  18:230.30Benzene 2.562

500mg/L 27-Mar-2019  18:230.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  18:230.25Bromoform 2.5U

500mg/L 27-Mar-2019  18:230.25Bromomethane 2.5U

500mg/L 27-Mar-2019  18:230.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  18:230.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  18:230.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  18:230.25Chloroethane 2.5U

500mg/L 27-Mar-2019  18:230.30Chloroform 2.5U

500mg/L 27-Mar-2019  18:230.25Chloromethane 2.5U

500mg/L 27-Mar-2019  18:230.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  18:230.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  18:23Jn 0.30Cyclohexane 2.50.87

500mg/L 27-Mar-2019  18:230.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  18:230.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  18:23J 0.25Ethylbenzene 2.51.3

500mg/L 27-Mar-2019  18:230.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  18:230.30m,p-Xylene 5.05.5

500mg/L 27-Mar-2019  18:230.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  18:230.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  18:230.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.

Page 10 of 25



Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 1800)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-05

26-Mar-2019 18:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  18:230.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  18:23J 0.25o-Xylene 2.52.4

500mg/L 27-Mar-2019  18:23J 0.25Styrene 2.51.6

500mg/L 27-Mar-2019  18:230.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  18:230.25Toluene 2.516

500mg/L 27-Mar-2019  18:230.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  18:230.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  18:230.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  18:230.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  18:230.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  18:230.25Xylenes, Total 2.57.9

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  18:2390.0 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  18:2398.1 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  18:2390.6 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  18:23108 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7505,600

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.

Page 11 of 25



Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 2000)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-06

26-Mar-2019 20:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  18:470.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  18:470.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  18:470.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  18:470.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  18:470.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  18:470.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  18:470.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  18:470.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  18:470.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  18:470.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  18:470.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  18:470.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  18:470.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  18:470.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  18:470.502-Butanone 5.0U

500mg/L 27-Mar-2019  18:470.502-Hexanone 5.0U

500mg/L 27-Mar-2019  18:470.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  18:471.0Acetone 5.0U

500mg/L 27-Mar-2019  18:470.30Benzene 2.550

500mg/L 27-Mar-2019  18:470.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  18:470.25Bromoform 2.5U

500mg/L 27-Mar-2019  18:470.25Bromomethane 2.5U

500mg/L 27-Mar-2019  18:470.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  18:470.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  18:470.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  18:470.25Chloroethane 2.5U

500mg/L 27-Mar-2019  18:470.30Chloroform 2.5U

500mg/L 27-Mar-2019  18:470.25Chloromethane 2.5U

500mg/L 27-Mar-2019  18:470.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  18:470.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  18:47Jn 0.30Cyclohexane 2.50.85

500mg/L 27-Mar-2019  18:470.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  18:470.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  18:47J 0.25Ethylbenzene 2.51.3

500mg/L 27-Mar-2019  18:470.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  18:470.30m,p-Xylene 5.05.8

500mg/L 27-Mar-2019  18:470.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  18:470.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  18:470.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.

Page 12 of 25



Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 2000)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-06

26-Mar-2019 20:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  18:470.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  18:470.25o-Xylene 2.52.6

500mg/L 27-Mar-2019  18:47J 0.25Styrene 2.51.4

500mg/L 27-Mar-2019  18:470.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  18:470.25Toluene 2.514

500mg/L 27-Mar-2019  18:470.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  18:470.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  18:470.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  18:470.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  18:470.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  18:470.25Xylenes, Total 2.58.4

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  18:4789.4 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  18:4798.1 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  18:4790.5 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  18:47106 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7505,500

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.

Page 13 of 25



Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 2200

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-07

26-Mar-2019 22:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  19:110.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  19:110.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  19:110.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  19:110.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  19:110.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  19:110.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:110.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:110.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  19:110.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  19:110.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:110.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  19:110.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  19:110.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:110.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:110.502-Butanone 5.0U

500mg/L 27-Mar-2019  19:110.502-Hexanone 5.0U

500mg/L 27-Mar-2019  19:110.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  19:111.0Acetone 5.0U

500mg/L 27-Mar-2019  19:110.30Benzene 2.560

500mg/L 27-Mar-2019  19:110.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  19:110.25Bromoform 2.5U

500mg/L 27-Mar-2019  19:110.25Bromomethane 2.5U

500mg/L 27-Mar-2019  19:110.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  19:110.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  19:110.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  19:110.25Chloroethane 2.5U

500mg/L 27-Mar-2019  19:110.30Chloroform 2.5U

500mg/L 27-Mar-2019  19:110.25Chloromethane 2.5U

500mg/L 27-Mar-2019  19:110.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:110.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  19:11Jn 0.30Cyclohexane 2.50.91

500mg/L 27-Mar-2019  19:110.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  19:110.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  19:11J 0.25Ethylbenzene 2.51.4

500mg/L 27-Mar-2019  19:110.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  19:110.30m,p-Xylene 5.06.0

500mg/L 27-Mar-2019  19:110.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  19:110.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  19:110.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.

Page 14 of 25



Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 2200

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-07

26-Mar-2019 22:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  19:110.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  19:110.25o-Xylene 2.52.7

500mg/L 27-Mar-2019  19:11J 0.25Styrene 2.51.7

500mg/L 27-Mar-2019  19:110.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  19:110.25Toluene 2.517

500mg/L 27-Mar-2019  19:110.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:110.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  19:110.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  19:110.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  19:110.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  19:110.25Xylenes, Total 2.58.7

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  19:1189.9 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  19:1198.7 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  19:1190.9 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  19:11107 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7505,350

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 2359

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-08

26-Mar-2019 23:59 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  19:350.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  19:350.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  19:350.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  19:350.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  19:350.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  19:350.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:350.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:350.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  19:350.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  19:350.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:350.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  19:350.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  19:350.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:350.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:350.502-Butanone 5.0U

500mg/L 27-Mar-2019  19:350.502-Hexanone 5.0U

500mg/L 27-Mar-2019  19:350.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  19:35J 1.0Acetone 5.01.9

500mg/L 27-Mar-2019  19:350.30Benzene 2.560

500mg/L 27-Mar-2019  19:350.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  19:350.25Bromoform 2.5U

500mg/L 27-Mar-2019  19:350.25Bromomethane 2.5U

500mg/L 27-Mar-2019  19:350.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  19:350.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  19:350.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  19:350.25Chloroethane 2.5U

500mg/L 27-Mar-2019  19:350.30Chloroform 2.5U

500mg/L 27-Mar-2019  19:350.25Chloromethane 2.5U

500mg/L 27-Mar-2019  19:350.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:350.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  19:35Jn 0.30Cyclohexane 2.50.92

500mg/L 27-Mar-2019  19:350.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  19:350.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  19:35J 0.25Ethylbenzene 2.51.3

500mg/L 27-Mar-2019  19:350.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  19:350.30m,p-Xylene 5.05.8

500mg/L 27-Mar-2019  19:350.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  19:350.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  19:350.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032619 2359

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-08

26-Mar-2019 23:59 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  19:350.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  19:350.25o-Xylene 2.52.6

500mg/L 27-Mar-2019  19:35J 0.25Styrene 2.51.6

500mg/L 27-Mar-2019  19:350.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  19:350.25Toluene 2.516

500mg/L 27-Mar-2019  19:350.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:350.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  19:350.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  19:350.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  19:350.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  19:350.25Xylenes, Total 2.58.4

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  19:3587.9 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  19:3599.3 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  19:3589.9 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  19:35105 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7506,250

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032719 0200)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-09

27-Mar-2019 02:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  19:590.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  19:590.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  19:590.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  19:590.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  19:590.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  19:590.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:590.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:590.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  19:590.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  19:590.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:590.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  19:590.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  19:590.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:590.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  19:590.502-Butanone 5.0U

500mg/L 27-Mar-2019  19:590.502-Hexanone 5.0U

500mg/L 27-Mar-2019  19:590.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  19:59J 1.0Acetone 5.01.8

500mg/L 27-Mar-2019  19:590.30Benzene 2.549

500mg/L 27-Mar-2019  19:590.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  19:590.25Bromoform 2.5U

500mg/L 27-Mar-2019  19:590.25Bromomethane 2.5U

500mg/L 27-Mar-2019  19:590.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  19:590.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  19:590.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  19:590.25Chloroethane 2.5U

500mg/L 27-Mar-2019  19:590.30Chloroform 2.5U

500mg/L 27-Mar-2019  19:590.25Chloromethane 2.5U

500mg/L 27-Mar-2019  19:590.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:590.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  19:59n 0.30Cyclohexane 2.5U

500mg/L 27-Mar-2019  19:590.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  19:590.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  19:59J 0.25Ethylbenzene 2.51.4

500mg/L 27-Mar-2019  19:590.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  19:590.30m,p-Xylene 5.06.0

500mg/L 27-Mar-2019  19:590.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  19:590.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  19:590.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032719 0200)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-09

27-Mar-2019 02:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  19:590.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  19:590.25o-Xylene 2.52.8

500mg/L 27-Mar-2019  19:59J 0.25Styrene 2.51.4

500mg/L 27-Mar-2019  19:590.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  19:590.25Toluene 2.516

500mg/L 27-Mar-2019  19:590.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  19:590.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  19:590.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  19:590.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  19:590.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  19:590.25Xylenes, Total 2.58.7

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  19:5988.8 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  19:5996.7 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  19:5990.6 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  19:59107 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7506,150

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032719 0400)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-10

27-Mar-2019 04:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  20:230.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  20:230.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  20:230.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  20:230.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  20:230.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  20:230.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  20:230.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  20:230.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  20:230.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  20:230.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  20:230.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  20:230.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  20:230.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  20:230.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  20:230.502-Butanone 5.0U

500mg/L 27-Mar-2019  20:230.502-Hexanone 5.0U

500mg/L 27-Mar-2019  20:230.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  20:23J 1.0Acetone 5.02.1

500mg/L 27-Mar-2019  20:230.30Benzene 2.553

500mg/L 27-Mar-2019  20:230.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  20:230.25Bromoform 2.5U

500mg/L 27-Mar-2019  20:230.25Bromomethane 2.5U

500mg/L 27-Mar-2019  20:230.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  20:230.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  20:230.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  20:230.25Chloroethane 2.5U

500mg/L 27-Mar-2019  20:230.30Chloroform 2.5U

500mg/L 27-Mar-2019  20:230.25Chloromethane 2.5U

500mg/L 27-Mar-2019  20:230.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  20:230.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  20:23Jn 0.30Cyclohexane 2.50.90

500mg/L 27-Mar-2019  20:230.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  20:230.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  20:23J 0.25Ethylbenzene 2.51.4

500mg/L 27-Mar-2019  20:230.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  20:230.30m,p-Xylene 5.05.7

500mg/L 27-Mar-2019  20:230.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  20:230.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  20:230.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032719 0400)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-10

27-Mar-2019 04:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  20:230.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  20:230.25o-Xylene 2.52.7

500mg/L 27-Mar-2019  20:23J 0.25Styrene 2.51.6

500mg/L 27-Mar-2019  20:230.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  20:230.25Toluene 2.515

500mg/L 27-Mar-2019  20:230.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  20:230.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  20:230.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  20:230.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  20:230.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  20:230.25Xylenes, Total 2.58.4

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  20:2387.2 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  20:2397.3 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  20:2391.4 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  20:23107 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7506,550

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032719 0600)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-11

27-Mar-2019 06:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  20:470.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  20:470.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  20:470.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  20:470.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  20:470.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  20:470.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  20:470.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  20:470.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  20:470.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  20:470.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  20:470.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  20:470.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  20:470.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  20:470.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  20:470.502-Butanone 5.0U

500mg/L 27-Mar-2019  20:470.502-Hexanone 5.0U

500mg/L 27-Mar-2019  20:470.504-Methyl-2-pentanone 5.0U

500mg/L 27-Mar-2019  20:47J 1.0Acetone 5.03.1

500mg/L 27-Mar-2019  20:470.30Benzene 2.548

500mg/L 27-Mar-2019  20:470.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  20:470.25Bromoform 2.5U

500mg/L 27-Mar-2019  20:470.25Bromomethane 2.5U

500mg/L 27-Mar-2019  20:470.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  20:470.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  20:470.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  20:470.25Chloroethane 2.5U

500mg/L 27-Mar-2019  20:470.30Chloroform 2.5U

500mg/L 27-Mar-2019  20:470.25Chloromethane 2.5U

500mg/L 27-Mar-2019  20:470.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  20:470.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  20:47Jn 0.30Cyclohexane 2.50.89

500mg/L 27-Mar-2019  20:470.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  20:470.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  20:47J 0.25Ethylbenzene 2.51.3

500mg/L 27-Mar-2019  20:470.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  20:470.30m,p-Xylene 5.05.4

500mg/L 27-Mar-2019  20:470.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  20:470.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  20:470.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032719 0600)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-11

27-Mar-2019 06:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  20:470.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  20:470.25o-Xylene 2.52.5

500mg/L 27-Mar-2019  20:47J 0.25Styrene 2.51.5

500mg/L 27-Mar-2019  20:470.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  20:470.25Toluene 2.514

500mg/L 27-Mar-2019  20:470.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  20:470.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  20:470.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  20:470.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  20:470.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  20:470.25Xylenes, Total 2.57.9

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  20:4787.3 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  20:4799.2 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  20:4790.8 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  20:47107 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7507,000

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032719 0800)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-12

27-Mar-2019 08:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  21:110.251,1,1-Trichloroethane 2.5U

500mg/L 27-Mar-2019  21:110.251,1,2,2-Tetrachloroethane 2.5U

500mg/L 27-Mar-2019  21:110.251,1,2-Trichlor-1,2,2-trifluoroethane 2.5U

500mg/L 27-Mar-2019  21:110.251,1,2-Trichloroethane 2.5U

500mg/L 27-Mar-2019  21:110.201,1-Dichloroethane 2.5U

500mg/L 27-Mar-2019  21:110.251,1-Dichloroethene 2.5U

500mg/L 27-Mar-2019  21:110.301,2,4-Trichlorobenzene 2.5U

500mg/L 27-Mar-2019  21:110.251,2-Dibromo-3-chloropropane 2.5U

500mg/L 27-Mar-2019  21:110.201,2-Dibromoethane 2.5U

500mg/L 27-Mar-2019  21:110.301,2-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  21:110.251,2-Dichloroethane 2.5U

500mg/L 27-Mar-2019  21:110.351,2-Dichloropropane 2.5U

500mg/L 27-Mar-2019  21:110.251,3-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  21:110.301,4-Dichlorobenzene 2.5U

500mg/L 27-Mar-2019  21:11J 0.502-Butanone 5.00.82

500mg/L 27-Mar-2019  21:110.502-Hexanone 5.0U

500mg/L 27-Mar-2019  21:11J 0.504-Methyl-2-pentanone 5.00.54

500mg/L 27-Mar-2019  21:11J 1.0Acetone 5.02.7

500mg/L 27-Mar-2019  21:110.30Benzene 2.546

500mg/L 27-Mar-2019  21:110.30Bromodichloromethane 2.5U

500mg/L 27-Mar-2019  21:110.25Bromoform 2.5U

500mg/L 27-Mar-2019  21:110.25Bromomethane 2.5U

500mg/L 27-Mar-2019  21:110.45Carbon disulfide 5.0U

500mg/L 27-Mar-2019  21:110.30Carbon tetrachloride 2.5U

500mg/L 27-Mar-2019  21:110.20Chlorobenzene 2.5U

500mg/L 27-Mar-2019  21:110.25Chloroethane 2.5U

500mg/L 27-Mar-2019  21:110.30Chloroform 2.5U

500mg/L 27-Mar-2019  21:110.25Chloromethane 2.5U

500mg/L 27-Mar-2019  21:110.30cis-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  21:110.30cis-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  21:11Jn 0.30Cyclohexane 2.50.96

500mg/L 27-Mar-2019  21:110.25Dibromochloromethane 2.5U

500mg/L 27-Mar-2019  21:110.25Dichlorodifluoromethane 2.5U

500mg/L 27-Mar-2019  21:11J 0.25Ethylbenzene 2.51.4

500mg/L 27-Mar-2019  21:110.25Isopropylbenzene 2.5U

500mg/L 27-Mar-2019  21:110.30m,p-Xylene 5.06.0

500mg/L 27-Mar-2019  21:110.30Methyl acetate 2.5U

500mg/L 27-Mar-2019  21:110.30Methyl tert-butyl ether 2.5U

500mg/L 27-Mar-2019  21:110.50Methylcyclohexane 2.5U

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

InterContinental Terminal Company
Gate 13 Ditch
Gate 13 Ditch (032719 0800)

WorkOrder:
Lab ID:

Collection Date:

HS19031346
HS19031346-12

27-Mar-2019 08:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT REPORT 
LIMIT

DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL MDL MCL

VOLATILES - SW8260C Method:SW8260 Analyst:  PC
500mg/L 27-Mar-2019  21:110.50Methylene chloride 5.0U

500mg/L 27-Mar-2019  21:110.25o-Xylene 2.52.7

500mg/L 27-Mar-2019  21:11J 0.25Styrene 2.51.6

500mg/L 27-Mar-2019  21:110.30Tetrachloroethene 2.5U

500mg/L 27-Mar-2019  21:110.25Toluene 2.515

500mg/L 27-Mar-2019  21:110.20trans-1,2-Dichloroethene 2.5U

500mg/L 27-Mar-2019  21:110.30trans-1,3-Dichloropropene 2.5U

500mg/L 27-Mar-2019  21:110.25Trichloroethene 2.5U

500mg/L 27-Mar-2019  21:110.30Trichlorofluoromethane 2.5U

500mg/L 27-Mar-2019  21:110.20Vinyl chloride 1.0U

500mg/L 27-Mar-2019  21:110.25Xylenes, Total 2.58.8

Surr: 1,2-Dichloroethane-d4 500%REC 27-Mar-2019  21:1188.8 70-126

Surr: 4-Bromofluorobenzene 500%REC 27-Mar-2019  21:1197.5 82-124

Surr: Dibromofluoromethane 500%REC 27-Mar-2019  21:1190.8 77-123

Surr: Toluene-d8 500%REC 27-Mar-2019  21:11107 82-127

CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst:  AJH
50mg/L 28-Mar-2019  11:10* 250 400Chemical Oxygen Demand 7506,850

28-Mar-19Date: ALS Houston, US

PRELIMINARYNote: See Qualifiers Page for a list of qualifiers and their explanation.
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